[RECEIVED st st o
By Carol Day at 12:04 pm, Mar 08, 2010

MISS0URI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY
PATAMASTER MAINTENANCE REPORT Dunklin Co. 80, Kennett

Complete this report In duplicate at the time of the regufar monthly prevenlive maintenance chack, and Whengver instrument
Is repatred. Send copy to Department of Healily; retaln orlginal in department fils,

DATAMASTER SM DAYE OF INSPEQTION
204070 03/04/2010
LOCATION OF INSTRUMENT ISTREET AND‘CETY)’ TiIME OF INSPEGTION
2920 North Shamrock Road, Jefferson City 07:22

CHECKLIST: Place a check (v) 1o the left of each item If found lo be satisféclory orif oparating within established limits, {Wrile
in observed values where determined.) tUnchecked items must be correctad before using instrument,

/] DIAGNOSTIC CHEGK (PRINTOUT ATTAGHED)

[l COMPUTER V] DETECTOR
PROGRAM ) A FILTERS
HEATERS SAMPLE CHAMBER  +50°C QUARTZ STANDARD
i FLOW DETECTOR W] CALIBRATION
PUMP HIGH SPEED _ PRINTER

INDICATOR LIGHTS

4 TIME AND DATE

SIMULATOR TEMPERATURE (34 °C % 0.2°C) _+33.B7°C

: ] CALIBRATION CHEGK -

Run three lests using a standard solutlon. All three lasis must be within + 5% of the standard value and must have a
spread of .005 or Jess, Check the box corresponding to the slandard ‘solulion being used. {(PRINTOUT ATTACHED) (USE
RECIRGULATION PUMP)

{] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
1 0.040% STANDARD -~ MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

TESTI {040 TESTZ2 W 040 TEST3 ™ 040

W] PEAFORM R.F.I, TEST (PRINTOUT ATTAGCHED)

! NUMBER OF REFUSALS, SINCE LAST MAINTENANGE REFPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: {DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0 [(0-04) 0 {.05-.08} o {.10-.14) 0 {.15-.18) ¢ {Over .19} 0

List any new parts and describe any alteration or medification that was made to reslore the instrument to operate satisfactorily
and within established limits {use other side if necessary} .
Replaced solenold/piston portion of five-way valve assembly. Removed slight burting on five-way valve director, Replaced five-way yalve director rofaining

serew, Retinned solder connectlons along 12VDG printer power stipply section on power supply PC board.

RepCo Markeling, lot #09101, expiri
INSPECTING OFFICER -

SIGNATURE ) PRINT NAME

ng 02/25/2011

» 3 Dewayne D. Carver
TYPE It PERMIT NMBERTXCLIAATION DATE N TELEFHONE NUMBER
920208 09/07/2011 (573) 751-4722
MO 680-1468 (3-24) AN EGQUAL OPPOHTLN EV/AFFIRMATTVE AGTION EMPLOYER Lab.-118

PENVIGUS pioveded on & RoCdISriwEABOnyY Bis




REFPCO MARKETING INC. 3161168 STONYEROOR bmrve
N, 27EO4

f . N387
!

' CERTIFICATE OF ANALYSIS

RepCo Marketing, Inc. certifies the following;

RepCo Marketing, Jne. manufaciored, tested and sopplied Lot
Nmméfmmzcaﬁﬁws@m’msﬁnﬂmmm
Wofﬁdﬁmbﬁmmmb?aﬂiﬂd@wmm
willizing 2 gas chomatograph and found to cotain .04gs - gms/dl +-005
geshl vit/vol sibamol (5% Confidence),

Thcalcnholaaddistﬂledwawruscdinthcsomﬁunwerefamdtobe
_ﬁ‘eeofanyiul:ertéﬁngsllbstance.

%mmmmavmmmmﬂfmﬁ-s%'
gmﬂiﬂLEraeéhWhmhaatedeDegmeelsﬁ:sH—o.z Degrees Celsiug
in a simulator (95% Confidence) |

T&a-éaeofmfamﬁzféislﬁmherislfmg'zw.
The expiration date fir this lot number js February 25, 2011
at 11:59 pom.

'Ihisdf}mnnentisah'uempm&ntaﬁon of the origing] Certificate of
Analysis,

Cecil B. Gerner, Pregident

FomeMoz




FACE THIS SIDE DOWN - THIS EDGE IN FIRST
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OPERATOR SIGNATURE @/Id/
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FACE THIS SIDE DOWN - THIS EDGE IN FIHST

BAC DataMaster
Evidence- Ticket

HlﬂiﬂURI ETATE HIGHUWAY PATROL
L DATAMASTER SERIAL HUMEER 204578
B3-ad-18

TEEZTING OFFICER:
CARYER/DENAYHE T
OFFICER I.T.7 41
PERMIT HUMBER: 928285
EXFIRATION DATE: B3-87-11
MISCELLRHNEQUS DATH:
-84 YAFOR CALIBRATION CHECK :
REFCO MKTG LOT &3181 EXF 2-25-2011

—--— SUPERYIZ0OR MODE —--

ELAHK TEST . A5 HPIE7
INTERNAL STRHDARD YERIFIED . 8787
EXTERHAL STAMDARD L 49 g7iag
BLAMK TEST . B0E grige
EXTERNAL STAMDARD 846 Aries
BLAHY TEST . GaEG g7:2a
EXTERHAL STAMURRD da A7LeH
ELAME TEST R < 155 arial
T OHN=
— SIN., = .1

o

RY5. LB

BAC DataMaster
Evidence Ticket

MISSOURI STATE HIGHWARY PATROL

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DATAMASTER SERTAL NUMBER 204876

038419

ARREST TIME: 8&:648
SUBJECT NAMHE:
o
yp1r girsgtirai SEH M
STATEZD.L. ! HHsH
ARRESTING OFFICER:
H
DFFICER I.DL: ¥
TESTING DFFICER:
CARYER-DENARYHE-Ti
OFFICER 1.0, O
PERMIT MUMEER: 920725
EAPIRATION DATE: 838711
MIZCELLAHEDUS DATRH:

REI- TEST
——— BREATH AMNALYSIS -~~~
BLAMK TERT R 56
. INTERHAL STRNDARD YERIFIED
_/ BUBJECT SANFLE « 98

RADID INTERFEREMCE

Bei3
@?'“3
B7:734




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

DEWAYNE D CARVER

is hereby authorized to instruct and supervise operators, train Instructors, Inspect,
calibrate, perform field rep'airs, and operate the following breath analyzer(s): ‘

DATAMASTER

for the determination of the aleoholic content of blood from a sample of expired (alveolar)
air, Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

R
09/07/09 (/\}5 V\’gi.r» Interim Divector

Director of State Publlo Heallh Laberatory

number _ 320208 % - ﬁu_%

expires _09/07/2011
Director, Deparimeni of Heallh

MO 5800771 (7-88) Lab. 4 {A7-88)

Dats




